Workmg procedure for BIOGOLD INTERACTION
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Rich yellow alloy for metal . inlays, crowns, bridges and telescopic technique.
Contraindication. If patients are known to be allergic to any of the components, the material should not be applied.
Sprueing. According to the indirect method: 3 mm ¢ for crowns, 3,5 mm g for pontics, runner bar 4-4,5 mm g.

Invest in a reliable phosphate-bonded investment, such as Carrara Universal DL Investment.
Burn out. Preheat at 800°C/1470°F for 30-120 min. depending on the size of the muffle ring,
Casting. Casting temperature: 1235°C/2255°F in a graphite crucible; or with the flame in a ceramic crucible with for
example Elephant Proflux. Add at least 1/3 new metal at each casting, Clean the metal well before re-use, for example
by means of sandblasting and steam-cleaning
Pickling. 5-10 Minutes in warm Pickling Agent.
Finishing. Use carbide burs and/or ceramic bonded stones. The final trimming must be carried out in one direction
only by means of fine crossteethed carbide burs! Sandblast with 50-125 m aluminum oxide (Alublast),
(pressure max. 2 bar)
Cleaning. With distilled water ultrasonic or by means of a steam cleaner.
Oxidation. 3 Minutes at 950°C/1740°F without vacuum. Do not exceed a heat-rate of 55°C/131°F in order to avoid
an override of the maximum temperature.
Oxidereduction. Sandblast with aluminum oxide 125 m (pressure max. 2 bar) or pickle for max. 1 min. in
clean pickling agent. Afterwards clean again (see point 9).
Bake. With a standard fusing and expandic ceramic, such as Antagon Interaction. Baking temperature may not
exceed 950°C/1740°F. If the porcelain manufacturer prescribes a baking temperature higher than 950°C/1740°F, the
baking time at 950°C/1740°F should be extended by one minute for every additional 10°C/50°F.
Pre-soldering. Orion 1030°C/1885°F yellow PdF with a flux for example Elephant Paste Flux.
Post-soldering. Elephant I PAF 800°C/1470°F or 111 PAF 750°C/1380°F with a flux for example Elephant Paste Flux.
Soft annealing (for inlays HV5-140). 10 Minutes at 900°C/1652°F, then quench te casting object in water.
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Indikation. Satigelbe Legierung fiir Metallkeramik, Inlays, Kronen, Briicken und Teleskoptechnik

Kontraindikation. Nicht verwenden wenn eine Allergie gegen einen der Bestandteile bekannt ist.

Gufstifte. Gufstifte nach der indirekten Methode: 3 mm ¢ fiir Kronen, 3,5 mm g fiir Zwischenglieder,

4-4,5mm ¢ fiir Querbalken.

Einbetten. Einbetten mit bewihrten Phosphat-Einbettmassen, z.B. Carrara Universal DL Investment

Vorwirmen. Vorwirmen bei 800°C fiir 30 bis 120 Minuten, je nach GuBringgrfe.

GieRen. GieStemperatur: 1235°C im Graphittiegel; oder mit der Flamme im Keramiktiegel mit z.B.

Elephant Proflux. Bei jedem Guf mindestens 1/3 Neumetall verwenden.

Das Metall vor der Wiederverendung griindlich reinigen, zB. durch Sand- und Dampfstrahlen.

Abbeizen. 5-10 Min. in heiffem Abbeizmittel.

Ausarbeiten. Ausarbeiten mit Hartmetallfrise und/oder keramisch gebundenen Schleifkirpern. Die letzte
nur mit feinen in eine Richtung beschleifen! Abstrahlen mit

Aluminiumoxid 50-125 pm wie Alublast (Druck max. 2 bar)

Reinigen. Mit destill Wasser im [ oder mit

Oxidbrand. 3 Minuten bei 950°C ohne Vakuum. Dabei die Aufheizrate nicht zu hoch einstellen

(2B, 55°C/Min.) um ein UberschieRen der Temperatur des Keramikofens miglichst zu vermeiden

Oxidreduzierung. Abstrahlen mit Aluminiumoxid 125 pm (Druck max. 2 bar) oder max. 1 Min. in reinem

Abbeizmittel absiuren. Danach wieder reinigen (Siehe Punkt 9)

Aufbrennen. Mit normalschmelzender, normal expandierender Keramik, 2.8. Antagon Interaction

Brenntemperatur darf nicht hiher als 950°C sein. Wenn die von dem Keramikhersteller vorgeschriebene

Aufbrenntemperatur mehr als 950°C betrégt, mu die Haltezeit bei einer Temperatur von 950°C

um jeweils 1 Minute pro zusiitzlichen 10°C erlingert werden.

Vorléten. Orion 1030°C yellow PdF mit einem Flufmittel wie Elephant Paste Flux

Nachléten. Elephant II PAF 800°C oder I1I PdF 750°C mit mit einem FluBmittel wie Elephant Paste Flux.

‘Weichgliihen (fiir Inlays HV5-140). 10 Minuten bei 900°C, danach in Wasser abschrecken

BIOGOLD INTERACTION

Sattgelbe palladiumfrei le dental Guss- und Aufbrennl
R1ch yellow palladlum -free umvensal casting and ceramic alloy

Diepgele ije le dentaal giet- en opb in

Typ IV fiir Metallkeramik, Inlays, Kronen, Briicken & Teleskoptechnik
Type IV for metal-ceramic, inlays, crowns, bridges & telescopic technique
Type IV voor metaal-keramiek, inlays, kronen, bruggen & telescoop techniek

Au=86.0, Pt=11.0, Rh = 0.7, Zn=1.5, Rest In, Ir, Fe, Nb
Schmelzintervall, M.R. 1040-1140°C

Dichte, $.G. 18.7 g/em?

Vickershirte, HV5 190/210*

Bruchdehnung, Elong, 8/6%*

Rp-0.2 510/520 MPa*

WA K Lin. T.E.C. 14.3 pm/m K (25- 500“0) 14 6 pm/m K (25-600°C)
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